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ABSTRACT

A new technique 1is presented for determination of the
effective point of measurement when cavity ionization chambers are
used to measure the absorbed dose due to ionizing radiation in a
dense medium. An algorithm 1is derived relating the effective
point of measurement to the displacement correction factor. This
algorithm relates variations of the displacement factor to the
radiation field gradient. The technique is applied to derive the
magnitudes of the corrections for several chambers in a

p(66)Be(49) neutron therapy beam.

KEY WORDS: dosimetry, ionization chambers, point of measurement,

displacement correction factor.
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Introduction

When a cavity ionization chamber is used to measure the
absorbed dose due to ionizing radiation at a point in a medium, it

perturbs both the attenuation and the scatter of the radiation by

displacing the medium. At depths greater than z (the depth for

max
maximum dose), this displacement causes an increase in collected
ionization over that appropriate for the point in question. To
account for this.perturbation, a correction must be applied to the
absorbed dose calculated from the collected charge. Two schools
of thought exist regarding this correction, each internally
consistent but apparenﬁly incompatible with the other. One method
is to multiply the "measured" absorbed dose by a "displacement
factor" § (<1) to obtain the "true" absorbed dose in the absence of
the chamber at the point corresponding to the center of the
chamber. This factor is known to be dependent on chamber cavity
size and it may also be a function of radiation quality,l—4 but it
is thought to be independent of depth, field size, and SSD. The
second method assigns the measured dose to a point in the phantom
upstream of the center of the chambef. This "effective point of
measurement" is generally thought to be displaced a fixed fraction
a (<1) of the radius of the chamber cavity, although a could be

dependent on the nature of the x:adiation.5

Ay
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Attempts to derivea from & or from first principles3’5
disagree with each other and with experimental or adopted

values.®”

9 Derivation of § from a constanta, on the other hand,
necessarily makes 8§ a function of radiation gradient, i.e., field

size and SSD, as pointed out by Dutreix.>

Experimental determinations of § or o have been made 1in

photon ' and neutron fieldslr6s7,10

by comparing the doses measgred
with different chambers in the same radiation £field. The main
weakness of this technique is its reliance on in-air calibrations
to determine the relative sensitivities of the various chambers
used ‘in phantom. This transfer involves estimating the effects of
the wall and the stem of the chamber in the two situations. These

corrections are themselves uncertain and they may introduce errors

of the same magnitude as the effects under investigation.

In this work, an attempt is made to reconcile the above two
approaches 1in an analytical way by relatingd ando through the
gradient of the radiation field. It is shown here that, for high
energy photon or neutron beams, where a wide transition region
(>5 cm) exists between the depth of maximum dose and the onset of
a nearly exponential dose decrease, § must vary Qith depth in
phantom as well as with field size and SSD. The method is applied
to the determination of both @ and § for differently shaped

chambers used in a p(66)Be(49)(a)

neutron therapy beam, without
relying on either absolute or relative ionization chamber

calibrations.
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Analytical Derivation

Let a practical «cylindrical or spherical ion chamber of
internal cavity radius r be placed with its center at depth z on
the central axis of a single ionizing beam (photons or neutrons)
in a dense medium»(phantom). When exposed to radiation, let ité
reading be R(z) and its conversion factor to absorbed dose be N,
such that N R(z) is the absorbed dose per monitor |unit,
uncorrected for displacement. Then, to calculate the actual

absorbed dose, D(z), two approaches may be used (see Fig. 1):

D(z) N R(z) 6(z) (1)
where 6 (z) is the "displacément factor", or
D(z-ar) = N R(z) (2)

where o is assumed to be a constant smaller than unity.

Thus, for the two approaches to give the same results at all

depths, &§(z) must be a function of ur and D(z):

]
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= D(z)
(S(Z) = m (3)

As it stands, Eq. 3 includes an unknown function D(z) which has to
be obtained separately. This can be done by measuring the same
radiation field under identiéal conditions using a parallel plate
ionization chamber (PPIC) with a small gap. Let this parallel
plate chamber have an output per monitor unit P(z) at a depth z in
the same medium and geometry used for the practical ionization
chamber. For a PPIC, no corrections are needed if the depth z of
the internal surface of the front electrode is taken as the point
of measurement.6 In other words, the PPIC is aséumed to haye an
output proportional to dose [D(z) = N'P(z)]. Then, the above

expression can be rewritten:

S(z) = izl (3a)

The relationship between the readings R(z) of a practical
chamber and P(z) of the PPIC can be derived using Eq. 1. Let both
sets of readings be normalized to unity at a reference depth 20,

i.e., let R'(2z) = R(z)/R(Z0) and P'(z) = P(z)/P(20). Then

and also
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D(z) _ N' P(z) _ _ oy,
D(z0) ~ NV DB(Z0} )

§(20)

R' (2) 3(z) P'(z) (4)

Let us now investigate Eg. 3a further. The quantity P(z-ar)
may be expanded using a Taylor's series:

2 2 3 33
P(z) - arf aP + (ar)® 4°pP _ (ar)” 4°p +... (5)

dz 21 az? 31 4z

P(z-ar)

where dP/dz etc. are the derivatives of the Ffunction P(z)
evaluated'at depth z. Then, combining Egs. 3a and 5, the relation

between §(z) and o becomes:

2 .2 2
(a;i d Pédz N (agi 5 +... (6)

1 _ _ dp/dz
S(z) 1l ar B

+
For small chambers or small gradients, this expression may be

approximated by:

§(z) = 1+ ar 93595 (6a)

The above relation illuminates the meaning of an expression

sometimes used?s7-9

to describe the dependence of § on the radius
of the chamber, viz., § = 1-(factor) r. This factor may now be
identified with a(dP/dz)/P (which is, of course, negative beyond
Zmax) and, as such, it will depend on both chamber geometry and

the gradient of the radiation field.
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If the measured dose distribution P(z) were purely
exponential for all depths, dP/dz etc. would be proportional to
P(z). It would then follow from Eg. 6 that §(z) will be constant
with depth, and so will R'(z)/P'(z), according to Eq. 4. This
would imply that, as both curves R'(z) and P'(z) are normalized to
unity at a given depth, they will coincide at all depths. 1In such
a case, there would be no way to derive the value of 68(z) or «a
from relative measurements only, and one would have to rely on

1 with all their inherent uncertainties.

in-air calibrations,
However, in most high penetration photon and neutron therapy beams
there is a fairly broad region afound the depth for maximum dose
build-up where D(z) 1is not exponential-.s'll'13 In these cases,
R'(z)/P'(z) is a function of depth and, based' on Egqs. 4 and 6, a

value for ar may be determined from the relative measurements

described above.

Experimental Method.

The p(66)Be(49) neutron beam at the Fermilab Neutron Therapy

Facilityl4 was used for the measurements. This 1is a highly
penetréting beam with a depth for maximum dose (zmax) of about 1.5
cm. 13716 ppe depth dose curves.for two or three different field
sizes and SSDs were measured at depths greater than Z ax in a

tissue equivalent liquid phantom.
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Five ionization chambers were used for these measurements.
All of them had A-150 tissue equivalent plastic walls17 and were
air filled. They were:

(a) A parallel plate chamber with a 2 cm di ter collector and a

1 mm air gap.18
(b) A 0.1 cm3 thimble chamber,19 with an inner cavity radius of

0.23 cm

(¢) A 0.5 cm3 thimble chamber,zou with an inner cavity radius of

0.45 cm.

3 21

(d) A 1.0 cm~ spherical chamber, with an inner cavity radius of
0.70 cm.

3 .
(e) An 8 cm” spherical chamber,D22 with an inner cavity radius of

1.24 cm.

The measurements were made in a phantom consisting of a

Lucite tank measuring approximately 3 cm3, filled with Frigerio's
23

of densify 1.07 g cm—3. The phantom was not

TE-solution
disturbed while changing  from one chamber to another, ensuring
that identical irradiation conditions were experienced by all
chambers. The_ chambers were clamped to a remotely controlled
scanner which could change their position with a precision of
better than +0.5 mm. Each chamber was initially positioned inside
the phantom at a reference depth of 20 = 10.0 cm by means of

individually calibrated stainless steel spacers. This positioning

had an estimated precision of +0.5 mm.
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The ionization chambers were operated with polarization

potentials ranging from +300 V for the 0.1 cm3 chamber to +900 V
for the 8 cm3 chamber, which insured adequate collection

24

efficiency at all depths for all chambers. The output from all

chambers was fed to microcomputer controlled integrators described

elsewhere.zs’26

Their collected charges, corrected for temperature
and pressure, were normalized to the output of monitor
transmission ionization chambers and averaged over several cycles
of measurements. Multiple scans were performed with each chamber

for each radiation field, and the reproducibility of the readings

was better than +0.5%.

Results and Analysis

The central axis depth doses of two widely different
radiation fields were measured with all five chambers: a 7.5 x 7.5
cm2 field at an SSD of 143 cm and a 35 cm diameter field (side of
equivalent square = 31 cm) at an SSP of 180 cm. 1In addition, the
parallel plate and spherical chambers were used to scan a 12 x 12
cm2 field at an SSD of 190 cm. These field sizes and SSDs
afforded a range of depth dose gradients with which to test the
hypothesis of a gradient dependent displacement correction factor.

The readings of each chamber for each field size were normalized

to unity at the reference depth of Z0 = 10 cm.
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In order to interpolate more precisely between the measured
points, a quadratic polynomial of the form 1ln[R(z)] = az2 + bz + ¢
was fitted through four points at a time such that there were two
data points at either side of each interpolation region. This
interpolation method was chosen instead of an analytical function
fit wused in an earlier reportl5 to avoid prejudging the form of
the depth dose curve and possibly biasing subsequent analyses. As
it would be expected, the fits to the data points are very good;
however, this method introduces discontinuities every time the set
of four points used to define the polynomial is changed by
"sliding" along the depth dose curve. These artifacts tend to

increase the noise when ratios or derivatives are taken, as shown

in Figs. 2 through 4.

The normalized depth dose curves measured with the PPIC for
the two extreme field sizes are shown in the upper part of Fig. 2
together with the corresponding fits. The logarithmic derivatives
(dP/dz) /P(z) of the calculated polynomial fits are shown in the
lower part of Fig. 2. As mentioned, discontinuities in slope
hardly visible in the depth dose fits are enhanced in the gradient
plots. This figure shows that (dP/dz)/P(z) 1is changing rapidly
with depth up to about 10 c¢m, but becomes almost constant at

larger depths.

[
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The differences in the depth dose curves measured with
different chambers are shown in Fig. 3. In the upper portion of
Fig. 3(a), the curves measured with the PPIC and the 8 cm3 chamber
for the 7.5 x 7.5 cm? field size are shown together with their
respective fits. While the two curves coincide at at depth of 10
cm because of normalization, they are seen to diverge elsewhere,
especially at smaller depths. This can be seen more clearly in
the 1lower portion of Fig. 3(a), where the ratios R'(z2)/P'(z) of
normalized readings, as calculated from the polynomial fits to
each set of measurements, are plotted for all four practical
chambers. Clearly, these ratios deviate significantly from unity
at depths smaller than the reference depth, albeit at different
rates depending on the dimensions of the chambers. The deviations
from unity of some ratios at the reference depth of 10 cm (on the
order of 0.2%) are a measure of the uncertainties introduced by
the polynomial fits. Fig. 3(b) shows the very similar results

obtained for the 35 cm diameter field size.

According to Eq. 4, R'(z)/P'(z) is inversely proportional to
§(z). It appears, therefore, that the "displacement factor" § is
indeed a function of depth or, more precisely, of the logarithmic
gradient of the depth dose curve, which is changing with depth as

seen in Fig. 2.
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By substituting Eq. 6 or 3a in Eq. 4, it may be seén that the
relationship between the normalized measured functions R'(z) and
P'(z) involves only one adjustable parameter, namely ar (br o, 1if
r is known), since all the derivatives of P(z) are determined by
measurement. The least-squares-fit value of. this parameter ‘was
determined for each chamber and each field size by means of a
non-linear minimization routine available on the Fermilab

27 rhe polynomial fit to the normalized parallel plate

computers.
measurements, P'(z), as well as its derivatives, were stored for
each field size. An initial arbitrary value of ar was used in
Eg. 6 to calculate §(z) and §(20) for each of the other chambers
at all measured depths. The displaced values predicted from Eq. 4
[P'(z) §(Z0)/6(z)] were then compared to the measured normalized

readings, R'(z). The least-squares-fit values of ar for each

chamber were determined by minimizing the resulting x2 values.

The results of the fitting procedures are summarized in Table
1 and in Fig. 4. For each chamber and field size, the value of ar
that gave the best correction to the chamber readings with respect
to the PPIC results is shown in Table 1, together with the value
of a derived from measured chamber dimensions. Also given in
Table 1 are the values of §(z) evaluated at z = 10 cm using Eq. 6.
The functions §(z) appropriate for the 5 X 7.5 cm2 and 35 cm
diameter fields, calculated using Eq. 6 and the adopted values of
or from Table 1, are shown in Fig. 4 (a) and 4 (b), respectively,

for all four practical chambers.
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As a check, new fits to the depth doses measured with each
chamber and field size were calculated by multiplying the function
P'(z), from Fig. 2, by the factors §(20)/8(z) obtained by using
Eq. 6 and the optimum values for ar from Table 1. These fits were
almost as good as the original ones, although small deviations

from the data were discernible at larger depths.

Discussion

Although the measurements presented in this work were
restricted to depths greater than that for maximum dose, the
present approach is valid in the build-up region, too.® In fact, a
corollary of Eq. 6 is that, if an ionization chamber is placed in
a region where the radiation field due to a single source haé a
null gradient over a range not smaller than the size of the
chamber, then the displacement correction factor is unity. This
corollary also holds for extended or multiple sources of
radiation, provided a plane can be defined that completely
separates the radiation sources from the gradient-free region.
Furthermore, Eq. 3 still holds in such a region, since the doses
at the "effective point of measurement" and at the center of the

ionization chamber are equal.
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The uncertainties quoted 1in Table 1 for the adjustable
parameter or come mainly from depth position uncertainties of each
chamber relative to the PPIC, from charge measurement
uncertainties and from error estimates of the fitting procedures.
Because of the small dimensions of the thimble chambers, however,
this +1 mm uncertainty becomes a large uncertainty in the
estimated value of a, the fraction of the radius by which the
effective point of measurement has to be moved upstream of the
center of the chamber. The consistently higher wvalues of ar
determined from the measurements using the 35 cm diameter field
size may have arisen from a misplacement of the parallel plate
chamber in one of the fields, affecting the analysis of all
chambers about equally. The magnitudes of these differences are

consistent with the above positioning uncertainty.

The possibility exists, however, that these differences may
be due to a real dependehce of a on field grédient or on changes
in beam quality with field size, arising from different
proportions of primary and scattered radiation.> Based on the
present results, such a dependence would be in the direction of
making o larger for larger field sizes. This would compensate in
Eq. 6 for the decreasing field gradient, and would tend to make
§ (2) less dependent on field size. This hypothesis was
investigated by measuring the central axis depth dose of the

intermediate field size, 12 x 12 cmz. The results obtained with

3

the 1.0 cm” chamber are inconclusive, but the value of ar obtained
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3

for the 8 cm™ chamber deviates sufficiently from a monotonic trend

to make such a dependence unlikely.

The spread in the values of @ shown in Table 1 makes
comparisons with theory inconclusive. The grand average of the
derived values for the two thimble chambers is @ = 0.65 +0.3,
while for the two spherical chambers the corresponding average is
@ = 0.85 +0.1. With these large uncertainties, the present results
3,5

cannot discriminate between predicted values of o, but they are

not inconsistent with them or with experimentally measured

values.7’28

The values of § (z) shown in Table 1 were evaluated at 10 cm
deep because this 1is the depth at which the depth doses become
almost exponential (Fig. 2), and therefore § (z) becomes almost
constant (Fig. 4). This is also the depth at which routine beam
calibrations are performed at Fermilab. The calculated values of
§ (10) for the 1IC-18 and IC-17 chambers agree very well with the
results obtained in a d4(35)Be neutron beam by Shapiro et al.,l
which have been adopted by the AAPM task group on neutron

29,Shapiro et al.l also measured dose ratios for the

dosimetry.
above two chambers at several depths and concluded that there was
no depth dependence of their displacement factors. Since the
central axis depth dose curves for their beam also display broad

regions of non-exponential decrease,lz'13

the present analysis
would predict variations of 6 with depth, in disagreement with

their conclusions.

Y,
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Conclusions

It has been shown thaﬁ the two approaches to calculating the
correction to ionization chamber readings due to displacement of
the phantom material, the "effective point of measurement"™ and the
"displacement correction factor" methods, can be reconciled if the
former is assumed to be a constant fraction of the chamber radius
and the latter is made a function of the local field gradient. A
simple analytical relationship has been presented relating the two

qguantities.

Measurements of the central axis depth dose of a p(66)Be(49)
neutron therapy beam made using different chambers have shown the
above assumptions to hold true. The analytical relationship
derived in this work was successfully applied to obtain the
magnitudes of the corrections for the chambers employed without

recourse to in-air calibrations.

The "displacement correction factors" for the commonly used

IC-17 and IC-18 TE plastic ionization chambers obtained in this

29

work agree with recommended values, when they are evaluated at

depths where the depth dose curves are nearly exponential.



18 TM—1152

Recommendations

Because the "displacement correction factor" depends on field
gradient, its use is not recommended in radiation fields where the
logarithmic derivative of the dose changes rapidly with depth. 1In
view of the broad transition region of non-exponential depth dose
experienced in penetrating photon and neutron beams, it 1is
recommended that relative‘dose distribution measurements be made
with as small a chamber as possible, to minimize the variations in
displacement corrections arising from the changing field gradient.
Moreover, absolute dose measurements with calibrated, and
presumably larger, ionization chambers should be performed at
depths where the variations of the logarithmic field gradient are
minimal. For the more penetrating beams these depths could well
be much deeper than the 5 cm recommended in the "Code of

Practice".30
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Table Captions

Table 1. Summary of Calculateda and § Factors.

Notes:
ar: radial displacement necessary to reconcile the relative
depth dose measurements of each chamber with those of the
parallel plate chamber for each field size, determined from
least-squares fits.
§ (10): displacement correction factor evaluated at 10 cm
deep using Eqg. 6 in the text and the corresponding value of
ar.

(dP/dz) /P: logarithmic derivative ca%culated from the fits

to the depth dose data measured with the parallel plate

chamber, evaluated at 10 cm deep.

8]



Summary of Calculated o and § Factors

Table 1

Chamber 1C-18 (0.lcmd) Exradin (0.5cm>) IC-17 (lcm’) U of W (8 cm>) | dp/dz
P

Shape Thimble Thimble Spherical Spherical

evaluat
Inner Radius r = 0.23 cm r = 0.45 cm r = 0.70 cm r = 1.24 cm at z=10
Field Sizes or o §(10) or o §(10) or o §(10) or o 5(10) (cm—l)
and SSD {(cm) (cm) {cm) (cm)
5x 7.5 cm2 0.10 0.44 0.994 0.26 0.58 0.984 0.49 0.70 0.970 1.12 0.90 0.933
SSD = 143 cm +0.1 +0.4 +.006 | +0.1 +0.2 +.006 | +0.1 +0.1 +.006 | +0.1 +0.1 +.006 | + ~0.06:
x 12 cm? - - - - - - 0.58 0.83 0.97L | 1.00 0.81 0.950
SSD = 190 cm +0.1 +0.1 +.005 +0.1 +0.1 +.005 ~0.052
cm diam. 0.18 0.79 0.992 0.35 0.78 0.985 0.61 0.87 0.974 1.18 0.96 0.951
SSp = 180 cm +0.1 +0.4 +.004 +0.1 +0.2 +.004 +0.1 +0.1 +.004 +0.1 +0.1 +.004 -0.043
o from Dutreix - 0.85 - - 0.85 - - 0.75 - - 0.75 - Ref. 5
oo from Hettinger| - 0.75 - - 0.75 - - - - - - - Ref. 6
§ from Shapiro - - 0.989 - - - - - 0.970 - - - Ref. 1

Sk =L

M
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Figure Captions

Corrections to cavity ionization chamber readings due to
displacement of the medium. Both the "effective point of

measurement” and "displacement factor" methods are

illustrated.

Upper: Central axis depth doses for two field sizes,
measured with the parallel plate chamber. The symbols are
data. The curves represent interpolated fits described in
the text. The results were normalized to unity at 10 cm

deep in each case.

Lower: Logarithmic derivatives of the above curves as a

function of depth. Sharp changes in the curves arise from

discontinuities in the interpolation procedures.

Upper: Central axis depth doses for the 5 x 7.5 cm2 field

size, as measured with the parallel plate chamber (A) and
the 8 cm3 chamber (E). The symbols are data. The curves
represent interpolated fits described in the text. The

results were normalized to unity at 10 cm deep in each case.

P
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Lower: Ratios of normalized depth dose curves to parallel
plate chamber resulté (A), as a function of depth. Curves
are shown for: (B) 0.1 cm3 chamber; (C) 0.5 cm3 chamber; (D)
1.0 cm3 chamber; and (E) 8 cm3 chamber. Sharp changes in
the curves arise from discontinuities in the interpolation

procedures.

Fig. 3(b). As for Fig. 3(a), but for 35 cm diameter field size.

Fig. 4(a). Displacement correction factors, §(z), as a function of

depth, derived from the measurements with the 7.5 x 7.5 cm2

field size. The functions were calculated from Eg. 6 in the
text, using the gradients of the interpolated fits to the
parallel plate chamber measurements (Fig. 2) and the

corresponding least-squares-fit values of ar (Table 1).

Curves are shown for: (B) 0.1 cm3 chamber; (C) 0.5 cm3

3 3

chamber; (D) 1.0 cm” chamber; and (E) 8 cm” chamber.

Fig. 4(b): As for Fig. 4(a), but for 35 cm diameter field size.
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